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This body is an institute of legal verification, it is also a accreditation laboratory accredited by China National
Accreditation Service for Conformity Assessment
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Laboratory accreditation certificate number of China National Accreditation Service for Conformity Assessment
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This certificate shall not be reproduced (except in full), without the written approval of the institute
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Mﬁé‘% 500V 1000V 2500V 5000V
AME
10 9.600 9.600 10.000 10.000
50 50.000 50.000 50.000 50.000
100 101.000 101.000 102.000 102.000
200 200.000 200.000 204.000 203.000
500 500.000 496.000 508.000 506.000
1000 1000.000 1000.000 . 1010.000 1010.000
2000 1970.000 1980.000. %, 2040.000 2020.000
10000 9960,000° 4" 10000.000  |». 10200.000 10000.000
20000 «19000:000=|  18000.000 _{=19500:000 19500.000
40000 39000.000%, | 138000.000 | .40000.000 40000.000
100000 = 98000.000 | 100000.000 100000.000
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500 556
1000 1111
2500 2786
5000 5596
MR ROAHEE Ue=0.9% k=2
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