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Certificate No.

= it =] . EIBOFERAFA
Applicant
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Name of Instrument

B2 B/ M % HM6010
Type/Specification

tH Fo “ £ 1503063
Serial No.
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Manufacturer
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7 fi #& DL/T987-2005
Calibration Regulation
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Approved by
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Checked by
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Calibrated by

¥ E H H 2015 038200 H

Date of Calibration Year Month Day
EiEHER 2016 5 030 ok A0
Recommended recal. Date  Year Month Day
HREENMHEIGERES: @)kt (2013) Ao0l B BiE: (027) 84846917. 84825873
Authorization Certificate No. Teleohone
etk LA RN TINAKIEI9 S HR4R: 430050
Address Post Code
8. (027) 84825873 B FHif4: jls@whbts. gov. cn
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Certificate No.
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This body is an institute of legal verification, it is also a accreditation laboratory accredited by China National
Accreditation Service for Conformitv Assessment

BRAGER S - (5h)ikit (2013) A001 5

Authorization certificate No.
FEERIFEERIATER S XK ZEIAAIES No. CNAS L0581
Laboratory accreditation certificate number of China National Accreditation Service for Conformity Assessment
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Standards of measurement used in the Calibration
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Name Certification No Valid date to

BrLHE G) 75 201440572 & 2015-08-18
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Traceability: Standards of measurement used in the Calibration can be traceable
to national standards of measurement
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Environmental condition on the Calibration

mE: 16 °TC WEE:. 67 %RH HE:
Temperatu Humidity
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This certificate shall not be reproduced (except in full), without the written approval of the institute
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R R & R
N B TAEIE R MR
E#.
« HLIRG
FrfE{E (mA) 2.00 4.00 6.00 8.00 10.00

S (mA) | 1.985 3.964 | 598 | 7.982 9.963

SN Y

PrEEC V) 10.0 50.0 80.0 100.0 200.0

LEPAEC V) | 10.00 49.93 79.78 99.63 199.45
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